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ABSTRACT 


A number. of total -pressure tubes were tested in a non-steady flow 
generator in which the fraction of period that pressure is a maximum is 
approximately 0.8, thereby simulating turbomachine-type flow conditions. 
Most of the tubes indicated a pressure which was higher ( p ^ n( j/ T> t:rue U P 
to 1.06) than the true average. Organ-pipe resonance which further in- 
creased the indicated pressure was encountered within the tubes at dis- 
crete frequencies. There was no obvious combination of tube diameter, 
length, and/or geometry variation used in the tests which resulted in 
negligible averaging error. A pneumatic-type probe was found to measure 
true average pressure, and is suggested as a comparison instrument to de 
termine whether nonlinear averaging effects are serious in unknown pulsa 
tion profiles. The experiments were performed at a pressure level of 1 
bar, for Mach number up to near 1, and frequencies up to 3 kHz. 
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TOTAL-PRESSURE AVERAGING IN PULSATING FLOWS 
by L. N. Krause, T. J. Dudzinski, and R. C. Johnson 
Lewis Research Center 

SUMMARY 

A number of total-pressure tubes were tested in a non-steady flow 
generator in which the fraction of period that pressure is a maximum is 
approximately 0.8, thereby simulating turbomachine-type flow conditions. 
Most of the tubes indicated a pressure which was higher (P^ n( j/P true U P 
to 1.06) than the true average. Organ-pipe resonance which further in- 
creased the indicated pressure was encountered within the tubes at dis- 
crete frequencies. There was no obvious combination of tube diameter, 
length, and/or geometry variation used in the tests which resulted in 
negligible averaging error. A pneumatic-type probe was found to measure 
true average pressure, and is suggested as a comparison instrument to de 
termine whether nonlinear averaging effects are serious in unknown pulsa 
tion profiles. The experiments were performed at a pressure level of 1 
bar, for Mach numbers up to near 1, and frequencies up to 3 kHz. 

NOMENCLATURE 

a acoustic velocity 

A^ area of first orifice of pneumatic probe 

A^ area of second orifice of pneumatic probe 

C^ discharge coefficient of first orifice of pneumatic probe 

C 2 discharge coefficient of second orifice of pneumatic probe 

D tube inside diameter 
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f frequency 

L tube length 

P-^ total pressure upstream of pneumatic probe 

total pressure at second orifice of pneumatic probe 
P ^ total pressure at inlet of compressor stage 

P c 2 total pressure at outlet of compressor stage 

P^ n( j average pressure indicated by total -pressure tube 
P maximum applied total pressure 

P^in minimum applied total pressure 

l?true time-weighted average of applied pressure 

total temperature upstream of pneumatic probe, 
total temperature at second orifice of pneumatic probe 
3 fraction of period that pressure is a maximum 

n c compressor stage efficiency 

efficiency error function 

INTRODUCTION 

The steady-state indications of total-pressure tubes placed behind a 
row of rotating blades are used to determine the performance of turbo- 
machinery components. These tubes indicate a pressure which is assumed 
to be the true time-weighted average of the pulsating total pressure. 
However, when a total-pressure tube, connected to a pressure transducer 
through a length of tubing, is subjected to a pulsating pressure, the 
transducer indication has to be such that the net mass flow of gas in the 
tube is zero over a complete pulsation profile. In general, the equa- 
tions governing the mass flow are not linear with respect to the applied 
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pressure, and thus, the indicated pressure will not be the time-weighted 
average of the applied pressure pulsation. 

The importance of being able to obtain an accurate time-weighted . 
average pressure is shown in figure 1. Here the sensitivity of compres- 
sor efficiency error to accuracy of pressure ratio measurement is given 
as a function of compressor pressure ratio. At a pressure ratio of 1.4, 
a 1-percent error in outlet pressure (assuming no error in inlet pres- 
sure) , results in a 3 percent error in efficiency. For the case of a 
fan with a pressure ratio of 1.15, the efficiency error would be greater 
than 7 percent for a 1 percent error in pressure. It is evident that av- 
erage pressures are required with errors much less than 1 percent if com- 
pressor efficiency is to be determined to 1 percent. 

In reference 1 both the analytical and experimental averaging prob- 
lems were treated. The principal nonlinearities considered were the 
change in gas density between flow into and flow out of long tubes, as 
well as the square root of the pressure drop function for short tubes. 
However, this study was restricted to frequencies below 50 Hz, so gas in- 
ertial effects were negligible. Reference 2 reported experimental aver- 
aging studies at higher frequencies (over 6 kHz) downstream of a wheel 
consisting of small rotating rods. These experiments indicated that 
measurements with total -pressure tubes can either underestimate or over- 
estimate the level of losses in stages of turbomachines. Gas velocities 
in reference 2 were generally below 100 meters per second. Reference 3 
deals with techniques for generating known pressure pulsations. In 
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experiments of this type, the most difficult task is obtaining a pulsa- 
tion wave shape in which the time-averaged pressure is accurately known. 

In the experimental tests reported herein, a stationary total- 
pressure tube is subjected to pressure pulsations that are generated by 
20 small nozzles located in a rotating wheel. This simulates flow condi- 
tions at the exit of a turbomachine stage. Tubes of inside diameters up 
to 2 mm and lengths up to 63 cm were tested. The experiments were per- 
formed at a pressure level of 1 bar, for Mach numbers approaching the 
tube inlet of up to near 1, and frequencies up to 3 kHz. 

A pneumatic probe (ref. 4) was also tested as a possible means of 
obtaining the true average pressure in an unknown pressure profile. 

The main purpose of these experiments was to point out the types of 
errors that a user is likely to encounter, the sign and magnitude of these 
errors, and a suggested means of dealing with the problem. 

APPARATUS AND TESTS 
Total -Pressure Tubes 

The inside diameter of the tubes tested were 0.42, 1.0, and 2.0 mm; 
inside-to-outside diameter ratios were 0.59, 0.67, and 0.80, respectively. 
Lengths varied from 1.6 to 63 cm. The diameters chosen span the sizes 
normally encountered in turbomachine testing . All of the tubes tested had 
squared-off ends. A few had 30-degree-half-angle internal bevels for use 
in studying effect of variation in end geometry. The end of the total- 
pressure tube closest to the pressure transducer extended into a larger 
tube whose cross-sectional area was at least 8 times larger than the tube 
area. The larger tube was about 1 meter long. 
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Pneumatic Probe 

The pneumatic probe consists of two sonic flow orifices in series 
and is shown schematically in figure 2. The probe is traditionally used 
for the measurement of total temperature (ref. 4) .The total temperature 
T^ in front of the probe is calculated by equating the mass flow rate . 
through the two orifices and measuring the total pressures and P^, 

and the temperature 7 ^. However, if the two temperatures are equal, or 
measurable, the probe can then be used to obtain the total pressure P 
in front of the first orifice. In this latter mode, the probe can be 
used to obtain the time average of pulsating stream total pressure. For 
frequencies of pulsations of interest in this report (in the kHz range) , 
the flow through the second orifice is essentially steady. Only the first 
orifice has an alternating component superimposed on its main flow. Be- 
fore the probe can be used, it must be calibrated (for its value of the 
ratio P^/P^) in a steady gas stream of known total pressure and tempera- 
ture, preferably over the range of Reynolds number of intended use. 

In order to achieve sonic flow through both orifices, for the case 
where the pressure drop between the orifices is small, the diameter of 
the second orifice should be about 1.5 times the diameter of the first 
orifice. For the probe used in this report, the throat diameter of the 
first orifice was 0.5 mm, and the second was 0.8 mm. The pressure ratio 
across the entire probe should be greater than 4 to insure sonic flow 
through both orifices. 
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Non-Steady Flow Generator 

A cross-sectional view of the pulsating-f low generator is shown in 
figure 3. The generator consists of a rotating wheel containing 20 noz- 
zles of 0.82 cm exit diameter placed around a 7.0 cm diameter circle. 

The space between nozzles is 0.27 cm. The stationary total-pressure tube 
is exposed to a high total pressure when it is in the jet flow, and close 
to room pressure when between jets. The nozzle size and spacing were 
chosen so that the pressure profile produced by the generator would be 
similar to that developed in turbomachines. The inlets of the total- 
pressure tubes were placed between 1 and 2 tube diameters from the face 
of the wheel. 

The wheel is driven through belts and pulleys by a variable-speed 
motor. Wheel speeds range up to 9000 rpm (3000 jets/sec.) . The airflow 
supplying the jets flows through a 8.9 cm diameter duct. 

A small amount of leakage occurs between the end of the duct and 
the upstream face of the wheel due to a wheel clearance of about 0.5 mm. 
This leakage does not influence the performance of the wheel. 

The 8.9 cm duct was also used as a free jet, with the wheel removed. 
The pneumatic probe was calibrated in the isentropic core of this jet at 
the exit of the duct. 


Tests 

Low wheel speed . - For each test point of each total -pressure tube 
tested, a total-pressure survey was made at the exit of the nozzles at 
low wheel speed (approx 1 jet/min) . This provided an accurate determin- 
ation of the total-pressure profile to which the tube was subjected. 
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Integration of this profile provided the true time-weighted average of . 
applied pressure. Tests showed that the true average remained essentially 
constant as wheel speed was increased. 

High wheel speed . - Without moving the tube under test, the wheel 
speed was then increased while continuously recording the tube indication. 
This indication, over a range of frequencies, was compared with the aver- 
age obtained by integration of the low-speed profile. 

The upper limit of frequency for high values of (P - P . ) /P . 
v max min min 

was limited by the mechanical drive system of the wheel to about 3 kHz. 

For lower values of (P - P . )/P . , the upper limit of frequency was 
restricted below 3 kHz to insure that the tangential component of the flow 
velocity remained small (less than 20 percent) compared to the axial 
component. 

Pneumatic probe . - The pneumatic probe was tested in the same manner 
as the total-pressure tubes. However, the probe indication had to be mul- 
tiplied by the calibration factor '*' n orc * er to obtain the indicated 

average pressure, P^ n{ j. 


Accuracy 

Most of the results presented herein are in the form of (P. , - P^ )/ 

r ind true 

Ptru e vs frequency. Frequency was determined with negligible error. The 
true average pressure was calculated from the following expression. 


P =P. + (3(P -P.) 

true min max min 


( 1 ) 


The inaccuracy of each of the three terms in the expression contribute 


about 0.2 percent limit of error in P . P. , was determined to within 

true ind 
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0.1 percent limit of error. Combining these errors according to the 

root-sum square formula results in an overall probable error in the ratio 

(P. , - P )/P of about 0.002. 

md true true 

RESULTS AND DISCUSSION 
Pressure Pulsation Profile 

A typical example of the pressure profile at the exit of the total 

pressure pulsation generator is shown in figure 4. Although the profiles 

of only 3 jets are shown, the shapes of the other 17 are identical with 

those shown to within the accuracy of the experiment. The steepness of 

the pressure profile, for a given value of (P -?.)/?., depends on 

max mm min 

two factors: the axial location of the inlet of the total .pressure tube 

and its diameter. The closer the tube to the face of the wheel and the 

smaller the tube, the steeper the profile. Generally, the inlet of the 

tube was maintained between 1 to 2 tube diameters from the wheel face. 

The fraction of period that the pressure is a maximum, 8, for the 

wheel used, is approximately 0.8. This value is about the same as would 

be encountered behind the rotating blades of an axial flow compressor or 

turbine. The valleys in the profile simulate wakes downstream of a blade 

row. It should be emphasized that results presented in the following 

sections apply only for a value of 8 near 0.8. The indication of a 

total pressure tube in relation to the true time averaged pressure is a 

function of 8» and results for small values of 8 can actually be of 

reversed sign from those of high values of 8 (ref. 1). 

The value of (P - P . )/P . was varied by varying the Mach 
max min mm ' ° 

number of the flow through the nozzles. Mach numbers ranged from 0.28 
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for (P - P . )/P . of 0.05, to 0.98 for (P - P . )/P . of 
max mm mm max mm mm 

0.85. was approximately room pressure because the flow from the 

nozzles issued into the room. 

The pressure profile used for these tests may be more severe than 

that encountered in turbomachines, because in the pulsation generator 

the flow varies from its full value at P to zero at P . . In a 

max mm 

turbomachine, there normally would be a flow associated with P . . 

mm 


Laminar Example 

Figure 5 shows the averaging error of a small diameter (0.42 mm) 

total pressure tube in which the flow remained laminar over the range of 

(P - P . )/P . and frequencies tested. Reynolds numbers of the flow 
max min mm 

within the tube varied from a few hundred to a few thousand. The ordin- 
ate is expressed as the ratio of the difference between the tube and the 
true averaged pressure divided by the difference between the maximum and 
minimum pressures of the imposed profile. Several features of the figure 
are of interest. First, the incompressible flow case is represented by 
the curve for (P - P . ) /P . equal to 0.05. The averaging error for 
this case is about 2 percent at the low frequencies and decreases to zero 
at 600 Hz. This is the pattern which is generally assumed for total pres- 
sure tubes used in turbomachines. At the low frequencies, the density of 
the flow into the tube is higher than the density of the flow out of the 
tube resulting in an indicated pressure which is higher than the true 
average. At some higher frequency, the gas column within the tube acts 
like a solid mass, resulting in slug or piston-like flow. The tube then 

indicates the true average for small values of (P - P . )/P . . The 

max mm mm 
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curves also have peaks which are associated with standing waves or reson- 
ance, resulting in an additional error being superimposed on the basic, 
curves. For the example shown in figure 5, the calculated fundamental, 
frequency for an open tube is 1700 Hz compared with 1500 Hz obtained ex- 
perimentally. As the value of (P - P . )/P . increases, the error 

max min mm 

no longer becomes zero at the higher frequencies , but remains positive 
due to nonlinear averaging. 

i 

In figure 5 the averaging error is expressed in terms of 

(P - P . ) . Expressing the error in this manner tends to collapse 
max nan 

the data for different values of (P - P . )/P . . However, in test- 

max mm mm 

ing turbomachines, quantities such as pressure ratio and efficiency are 

of prime importance, so it. is more practical to express the averaging 

error in terms of the pressure ratio, P. ,/P . The results of fig- 

md true 

ure 5, expressed in terms of (P. . , - P )/P , are shown in figure 6. 

md true true’ b 

In this form the averaging error is negligible for the incompressible 

case. However, at moderate values of (P - P . ) /P . the error can 

max min mm 

be significant. The value of (P - P . )/P . of 0.42 in the figure 

max min mm 

corresponds to a Mach number of about 0.7 in the region of flow at P max * 

At the highest value of (P - P . )/P . , the averaging error reached 
& max mm' min’ 6 6 

a value of 6 percent during resonance. 

In general, the values of averaging error at f 0, for the case 

i 

of laminar flow, agree with those predicted by reference 1. For the tube 

of figure 6, the agreement is good for the three lower values of 

(P - P . )/P . , but reference 1 underestimates the experimental value 

by 1^- percent for (P - P . )/P . =0.85. 

2 max mm mm 
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The tube resonance phenomenon for small diameter tubing is more 
clearly illustrated in figure 7 in which the averaging error is plotted 
against the parameter 2fL/a for three different lengths of tubes. An 
abscissa value of 1 represents the fundamental frequency for an open 
tube. This resonance is most clearly shown for the 10-cm-long tube where, 
the averaging error has increased from 0.01 to 0.04 at resonance. The 
smaller peak at half the fundamental frequency probably represents the 
second harmonic of the forcing function. The longer tube (40 cm) ex- 
hibits considerable damping while still peaking at an abscissa value near 
1, and traces of the higher harmonics are barely discernible. In gener- 
al, the longer tubes have a more positive error at the higher frequencies 
with less severe resonant peaks, while the shorter tubes (e.g., 2.5 cm) 
may even indicate a pressure actually lower than the true average during 
nonresonance. 


Turbulent Example 

The averaging error for two different lengths of 1.0 mm diameter 
tubes is shown in. figure 8. Although the Reynolds number for this case 
implies that the flow is turbulent, the curves have the same trend as 
the laminar case. That is, the shorter tube has a higher initial averag- 
ing error, but produces a lower error at the higher frequencies than does 
the longer tube. A main feature of the results for larger diameter tubes 
is the persistence of the resonance phenomenon. In figure 8 even the 9th 
harmonic is discernible for the 63 cm tube. This figure also demonstrates 
that the resonance is more pronounced for the shorter tubes presumably 
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because damping is lower. Based on this result, the indication of a 
short total-pressure tube resonating at its fundamental frequency in a 
turbomachine would be unreliable. 

Effect of Variation in Tube Geometry 

Several variations in tube-entrance or tube-exit geometry were 
tested to determine the effect on the averaging error. Figure 9 shows 
the effect of three combinations of beveled inlet tubes compared to the 
simple square ended tube. Beveling is desirable when there is uncer- 
tainty, in the flow direction approaching the tube inlet. A 30-degree- 
half-angle bevel (the angle used in figure 9) , increases the flow direc- 
tion insensitivity from 10 degrees for the simple tube to about 20 de- 
grees. The results for all 4 tubes fall within the shaded band in fig- 
ure 9. The width of the band is less than 0.5 percent in regions of no 
resonance, and 1 percent or less in peaking regions of resonance. 

Figure 10 presents the effects of three alterations to a 2.0 mm di- 
ameter tube, 63 cm long, compared with its original averaging error. 

The original tube showed numerous sharp resonances - ten are visible in 
figure 10. Terminating the tube with either a porous block or an orifice 
reducecl the resonance phenomenon but the averaging error at the high fre- 
quencies remained about . 2 percent high. When the tube is filled with a 
bundle of fine wires , it behaves in the same manner as a long tube with 
laminar flow, and exhibits only a small peak at the fundamental reson- 
ance. Its averaging curve would be about the same as the 40 cm curve of 
figure 7, if plotted with the same abscissa. 
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It is evident from the laminar, turbulent, and geometry-variation 
examples, that there is no obvious combination of tube diameter and 
length which will have negligible averaging error; at least for the 
imposed pressure profiles of these tests. 


Pneumatic Probe 

A measurement made with the pneumatic probe is presented as a sug- 
gested method of determining whether there actually is a total-pressure 
averaging problem in any given turbomachine experiment. By locating the 
pneumatic probe at the same radial position as the total-pressure tube 
of interest, a direct comparison can be made in the actual pressure pro- 
file of intended use. 

The initial calibration factor (P^/P^ of a pneumatic probe is first 
obtained in a steady-flow facility by comparing the pressure P^ (fig. 2) 
with the pressure P^ measured by a total-head tube (same as pressure 
P ^ with zero flow through the probe) . Such a calibration is shown in 
figure 11. Thereafter , . to obtain the stream total pressure, the pressure 
in front of the second orifice is measured. This measurement, multi- 
plied by the predetermined ratio P ]/ P 2’ yi e -^s total pressure in 
front of the probe. If there is a variation in gas temperature between 
the two orifices , this must be taken into account in the calculation of 
total pressure. For the case of constant ratio of specif ic heats , the 
following formula. may be used. 


C 2 A 2 


C 1 A 1 



( 2 ) 


represents the . initial calibration factor . 
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The value of t * ie steady-state calibration in figure 11 

remained constant over the range of pressures tested. Depending on the 
shape of the orifices in the pneumatic . probe , there . could be a small 
change in P^/P ^ with pressure. It is difficult to control the shape 
of such small orifices (less than 1 mm throat diameter) ; consequently, 
the two orifices could have different . coefficients' of discharge at the 
same Reynolds number. This would result in a small variation in the 
steady-stage calibration factor with pressure (eq. (2)). 

It is desirable for the first orifice to have a bell-mouthed inlet. 
Such a shape will make the probe insensitive to flow direction over ±20 
degrees . 

The pneumatic probe used in the present .tests had a first orifice 
diameter of 0.5 mm and was installed in a tube of 1.5 mm outside diameter. 
The calculated total pressure obtained from. the probe, when subjected to 
the flow-generator pressure pulsations, was the true average pressure to 
within the accuracy of the -experiment . . In . addition , no resonance was 
observed in the recorded output of the pressure in front of the second 
orifice over the range of frequencies tested. 

The pneumatic probe is more complicated to use than a total -pressure 
tube, so it is not proposed as a substitute for the simpler device. 
Rather, it can be used as a comparison instrument during initial testing 
in situations where an averaging problem is suspected. 

CONCLUDING REMARKS 

A number of . total -pressure tubes were tested in a nonsteady flow 
generator in which the fraction of period that pressure is a maximum is 
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approximately 0.8. Most of the tubes indicated a pressure which was 
higher than the true average. Values of ^i nc j/^true ran 8 ec * U P to 1-06. 
Organ-pipe resonance was encountered within the tubes. During resonance, 
nonlinear averaging increased the indicated pressure by as much as 3 per- 
cent. The resonance amplitude could be reduced by inserting restrictions 
within or at the exit of the tubes; however, the restrictions changed the 
shape as well . as the level of the curve of indicated pressure versus fre- 
quency. There was no obvious combination of tube diameter, length, and/or 
geometry variation, which had negligible averaging error. 

The true average pressure was determined with a pneumatic probe us- 
ing two sonic-flow orifices. Such a probe, although impractical for rou- 
tine testing, is useful to determine whether nonlinear averaging effects 
are serious in a given experimental situation. 
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Figure 1. - Variation of compressor efficiency error sen- 
sitivity with pressure ratio. 
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Figure 2. - Schematic of pneumatic probe. 
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Figure 3. - Detail of total -pressure pulsation generator. 
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Figure 6. - Variation of total -pressure tube averaging error with frequency for a 
range of <P m3x - P min )/P m ; n . Tube diameter, 0.42 mm ; length, 10cm ; 6, 
0.75. 
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Figure 7. - Variation of total-pressure tube averaging error with resonance param- 
eter. Tube diameter, 0.42 mm ; (P max - Pmin ),p min- °- 7 0; O’ 0.75. 
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Figure 10. - Variation of total-pressure tube averaging error with frequency 
for changes in tube termination and internal geometry. Tube diameter, 
2.0 mm : length, 63 cm; (P max ' P min l/P min- °- 68 ! & °- 83 - 
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Figure 11. - Pneumatic probe calibration. 
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